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Background: Current frequency-domain optical coherence tomography (FD-OCT)
systems acquire a large amount of data (100 frames/s) during long scans (54 mm) of
coronary arteries. Therefore, ofﬂine analysis of FD-OCT pullbacks is laborious and
time consuming, leading to the development of novel, advanced computer-assisted
algorithms. In the current study, we tested the reproducibility of an algorithm that
performs semi-automated lumen segmentation along with automatic strut detection
and stent contours (QIVUS version 3.0, Medis Medical Imaging Systems, Leiden, The
Netherlands) against the standard proprietary LightLab (version B.0.1., St. Jude
Medical, St. Paul, MN) on an ofﬂine corelab workstation that requires manual seg-
mentation of stent struts.
Methods: Quantitative analyses were performed on 193 FD-OCT cross-sections
(0.6-mm longitudinal interval) obtained from 5 patients 9 months after stent im-
plantation. Automated Z-offset adjustment was performed prior to each FD-OCT
image acquisition, and manual corrections applied whenever needed. Raw format
images and the same Z-offset calibration factor were used for the quantitative analyses
performed on both softwares.
Results: Absolute differences between mean lumen (LA; 0.050.51mm2) and stent
(SA; 0.050.54mm2) areas were low with high correlations between the two soft-
wares (mean LA: R2¼ 0.91, p< 0.001; mean SA: R2 ¼ 0.93, p< 0.001). Interclass
correlation coefﬁcients (ICC) were high, indicating high agreement of the two soft-
wares for mean LA (0.95, 95% CI: 0.94 to 0.96, p< 0.0001) and mean SA (0.94, 95%:
0.93 to 0.96) p< 0.001) measurements. Mean absolute difference of neointimal
thickness covering 1,847 matched struts was very low (0.010.00), with high ICC
(0.94, 95% CI: 0.93 to 0.95, p< 0.0001) and concordance (kappa ¼ 0.75, p< 0.001)
between the measurements taken by the two softwares.
Conclusions: Quantitative analysis of FD-OCT images with novel computer-assisted
algorithm demonstrated low variability and high agreement with the quantitative
measurements obtained by manual stent segmentation on the proprietary ofﬂine
software, being a valuable tool for faster and accurate quantitative analysis of
FD-OCT studies.
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Background: The usefulness of fractional ﬂow reserve (FFR) in evaluating func-
tional severity of intermediate coronary stenosis is well established. Similarly op-
tical coherence tomography (OCT) continues to be a promising imaging technique
for the assessment of coronary artery disease. Frequency domain OCT (FD-OCT)
overcomes many technical limitations of the time domain OCT (TD-OCT). The
main objective of this feasibility study was to determine the correlation between
measured FFR and FD-OCT derived blood ﬂow measurements in coronary artery
stenosis.
Methods: 20 coronary stenoses in 15 patients were assessed consecutively by
quantitative coronary angiography (QCA), FFR and FD-OCT. ILUMEIN (St. Jude)
percutaneous coronary intervention (PCI) optimization system was used in this study
which combines wireless FFR measurement and FD-OCT imaging in one platform.
Blood ﬂow measurements in coronary artery stenosis which include stenosis resis-
tance, blood ﬂow velocity and FFR were derived from the volumetric analysis of the
vessel segments imaged by FD-OCT.
Results: The mean age of the patients was 6313 years. 11 patients (73%) were
male. 12 patients (80%) had hypertension and 6 (40%) had diabetes mellitus. The
most common studied vessel was LAD with 12 stenoses (60%). The FFR value was
0.80 in 5 stenoses (25%). The RVD, LL, MLD and %DS by QCA were 2.150.58
mm, 84.37 mm, 1.270.48 mm and 44.812.2% respectively. The mean MLD,
MLA and %AS by FD-OCT were 1.360.39 mm, 2.391.15 mm2 and
63.412.8% respectively. A good and signiﬁcant correlation between measured
FFR and FD-OCT derived stenosis resistance (r ¼ 0.77, p < 0.001), blood ﬂow
velocity (r ¼ 0.74, p < 0.001) and FFR (r ¼ 0.80, p < 0.001) was found. The RMSE
between FD-OCT derived FFR and measured FFR was found to be  0.091 FFR
units.
Conclusions: FD-OCT derived blood ﬂow measurements in coronary artery stenosis
showed good and signiﬁcant correlation with measured FFR and can overcome
many limitations of conventional measures of stenosis severity based on QCA and
IVUS. With further validation and development FD-OCT derived these parameters
have potential to become valuable tool for the assessment of coronary artery
stenosis.B114 JACC Vol 64/11/Suppl B jTCT-391
Coronary Plaque Characterisation by Optical Coherence Tomography:
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Background: Optical coherence tomography (OCT) provides unparalleled image
resolution but quantitative assessment and plaque classiﬁcation, particularly when
deﬁning thin-capped ﬁbroatheroma (TCFA) may be prone to inter-observer error. We
sought to assess the reproducibility of several OCT plaque imaging indices.
Methods: OCT (Dragonﬂy C7, StJude Medical) was undertaken in 50 patients and
image analysis performed ofﬂine by two experienced operators. Culprit lesion luminal
dimensions and plaque composition were assessed at the minimal luminal area (MLA)
and at ﬁve 1mm intervals proximal and distal to the MLA (n¼550). OCT FA was
deﬁned as plaque with >90 lipid arc (n¼166); OCT TCFA had a minimum ﬁbrous
cap thickness (MFCT) of < 0.85mm. Analysis was performed using intra-class cor-
relation coefﬁcient for continuous variables and Cohen’s Kappa for categorical
variables.
Results: There was excellent inter-observer agreement for all luminal measures (1A
p< 0.001). Agreement for plaque composition was stronger for calciﬁed than lipid arc,
whereas agreement on MFCT for FA was moderate. Bland-Altman analysis conﬁrmed
agreement was best when MFCT was thinner (1B) so that overall classiﬁcation inter-
observer agreement for FA (Kappa 0.64) and TCFA (Kappa 0.67) remained good.Conclusions: Quantitative OCT is highly reproducible when assessing luminal size
and geometry. Plaque compositional measures are affected by inter-observer vari-
ability. Better agreement is seen at thinner MFCTs, so that categorical agreement of
TCFA remained good. Such ﬁndings are reassuring when utilising OCT to deﬁne
vulnerable plaque phenotypes.
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Background: This study was to conﬁrm the relation between incomplete stent
apposition and thrombus at early follow-up as assessed by optical coherence
tomography (OCT) in stents implanted during primary percutaneous coronarySeptember 13–17, 2014 j TCT Abstracts/Imaging Intravascular - OCT
www.jacctctabstracts2014.com SATURDAY, SEPTEMBER 13, 2014, 5:00 PM–7:00 PMintervention (PCI) for ST-segment elevation myocardial infarction (STEMI).
Incomplete stent apposition (ISA) and the absence of strut endothelialization
might be linked to stent thrombosis. STEMI might have a higher risk of
thrombosis.
Methods: An early OCT evaluation of stents that were deployed in culprit lesions for
STEMI was performed at 9- 18days. The primary end-point was the percentage of
incomplete stent apposition and that of struts covered with a thrombus. Secondary
end-points were the percentage of neointima covered struts.
Results: 20 lesions in 20 patients (4,614 struts) were analyzed. Median follow-up
time was 12 (range 9 to 18) days. The frequency of incomplete stent apposition
was 14%. The frequency of stent covered with thrombus was 11%. The per-
centage of incomplete stent apposition covered with thrombus and that of well
apposition covered with thrombus were 73% and 27% (p< 0.05).
Conclusions: Stents implanted for STEMI had a high frequency of incompletely
apposed struts at early phase using OCT. These struts of incomplete stent apposition
were obviously coated a thrombus compared with apposition struts at the early
stage.TCT-393
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Background: High SYNTAX score (SS) has been associated with increased in-
cidences of major adverse cardiac events, even after successful percutaneous coronary
intervention (PCI) for culprit lesions. optical coherence tomography (OCT) imaging is
a feasible technique for the identiﬁcation of thin-cap ﬁbroatheroma (TCFA) in vivo
and may provide a better understanding of vulnerable plaques. The aim of this study
was to examine the relation between SS and culprit and non-culprit lesion morphology
as evaluated by OCT in patients with non-ST-segment elevation acute coronary
syndrome (NSTEACS).
Methods: Culprit plaques in 144 patients with NSTEACS were interrogated by
OCT before PCI. Non-culprit plaques were deﬁned as independent plaques and
had to be situated at least 5 mm from the stent edge in treated or non-treated
vessels. A total of 81 non-culprit plaques in 81 patients were analyzed by
OCT.
Results: Patients were classiﬁed into 3 groups according to the tertile of SS: 48
patients with an SS of < 9; an intermediate SS group, 47 patients with an SS of
9 to < 16; and a high SS group, 49 patients with an SS of 16. The high SS
group had a signiﬁcantly lesser minimum FCT in the culprit lesion as compared
with the respective values in the intermediate SS group and low SS group (high vs.
intermediate vs. low SS group: 60 vs. 70 vs. 77 mm, p< 0.01). Moreover, the
minimum FCT in the non-culprit lesion was signiﬁcantly less in the high SS group
than in the intermediate group and low SS group (high vs. intermediate vs. low SS
group: 90 vs. 100 vs. 137 mm, p¼0.03). The frequencies of lipid-rich plaque (90%
vs. 85% vs. 68%, p¼0.02), TCFA (73% vs. 40% vs. 40%, p< 0.001), plaque
rupture (63% vs. 47% vs. 31%, p< 0.01), and multiple plaque ruptures in the
culprit vessel (24% vs. 9% vs. 2%, p< 0.01) were signiﬁcantly higher in the high
SS group.
Conclusions: In patients with NSTEACS, patients with high SS may have
heightened plaque vulnerability in culprit as well as non-culprit lesions. Our re-
sults are considered to highlight the importance of complete revascularization in
patients with high SS.TCT-394
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Background: Incomplete strut coverage after drug-eluting stent (DES) implanta-
tion has been identiﬁed as an important predictor of late stent thrombosis.JACC Vol 64/11/Suppl B j September 13–17, 2014 j TCT Abstracts/ImPercutaneous coronary intervention (PCI) using DES in the setting of myocardial
infarction causes a higher incidence of acute incomplete stent apposition (ISA),
which may contribute to delayed healing. Guidance with optical coherence to-
mography (OCT) may lower the incidence of acute ISA and thereby provide
better strut coverage. We assess the proportion of uncovered struts 6 months after
OCT- versus angio-guided implantation of the Biolimus-eluting Nobori stent
(BES) (Terumo) with biodegradable polymer in patients with Non-ST segment
Elevation Myocardial Infarction.
Methods: The OCTACS trial enrolled 100 patients. After obtainment of an optimal
angiographic result, patients were randomized 1:1 to either (1) OCT- or (2) angio-
guided PCI. OCT was performed in both groups, and the operator was blinded to the
OCT imaging in group 2. OCT-criteria indicating further intervention in group 1 were:
Stent under expansion, acute ISA, signiﬁcant edge dissection and/or signiﬁcant re-
sidual stenosis. If criteria were met, additional balloon dilatation(s) and/or stenting
was performed followed by a ﬁnal OCT. Primary endpoint is difference in proportion
of uncovered struts at 6 months.
Results: Baseline characteristics were balanced between the OCT- vs. the angio-
guided group, including mean age (61.89.4 years vs. 62.611.0 years, p¼0.68,
respectively). Further intervention was done in 46% of the OCT-guided patients,
and maximal balloon pressures were signiﬁcantly higher (16.83.9 atm. vs.
15.02.6 atm., p< 0.05), and procedure- and ﬂouro times were substantially
longer (46.0 (16.0-125.0) min. vs. 34.0 (17.0-99.0) min., p< 0.05 and 11.87.2
min. vs. 8.45.9 min., p< 0.05, respectively). Six months difference in pro-
portion of uncovered struts and dynamic ISA patterns will be presented at TCT
2014.
Conclusions: OCT guided BES implantation might contribute to better strut coverage
by reducing the incidence of acute ISA.TCT-395
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Akihide Konishi1, Toshiro Shinke1, Hiromasa Otake1, Tomofumi Takaya1,
Masayuki Nakagawa1, Takumi Inoue1, Tsuyoshi Ohsue1, Yu Taniguchi1,
Masamichi Iwasaki1, Ryo Nishio1, Noritoshi Hiranuma1, Hiroto Kinutani1,
Masaru Kuroda1, Hachidai Takahashi1, Daisuke Terashita1
1Kobe University Graduate School of Medicine, Kobe-city, Hyogo
Background: Nobori is a novel biolimus A9-eluting stent (BES) coated with a
biodegradable polymer only on the abluminal side. Long-term vessel healing after
BES deployment remains unclear.
Methods: Sixteen BES implanted in de novo coronary lesions of 13 patients were
serially evaluated using optical coherence tomography (OCT) at 6, 12 and 24
months post-stenting. Average neointimal thickness, uncovered struts and neo-
intimal unevenness score (NUS: each cross section as maximum neointimal
thickness in one cross section divided by the average neointimal thickness of the
same cross-section) were manually measured. In addition, the percentage of struts
with peri-strut low intensity area (PLIA: a region around stent struts with a
homogenous lower intensity appearance than surrounding tissue, which is sug-
gestive of ﬁbrin deposition or impaired neointimal maturation), thrombi and
atherogenic neointima (AN: a neointima containing a diffuse border and poor-
signal region with invisible struts underneath due to marked signal attenuation)
were evaluated.
Results: There was a signiﬁcant increase in neointimal thickness (7822mm to
8625mm to 11032, p¼0.001) from the 6- to the 24-month follow-up, without a
signiﬁcant decrease in mean lumen area (5.95  1.76 mm2 to 5.66 1.73 mm2 to
5.46  1.88, p¼0.74). The incidences of uncovered struts and NUS signiﬁcantly
decreased from the 6- to the 24-month (4.223.84% to 1.431.64% to
0.400.81, p¼0.001 and 2.020.19% to 1.890.22% to 1.770.21, p¼0.006,
respectively). % strut with PLIA decreased signiﬁcantly during the follow-up
(5.26  4.85% to 3.49  4.12% to 0.01  0.01, p¼0.001) and thrombi also
numerically decreased (7% to 0% to 0%, p¼0.37). There observed no AN in the
current study subjects.aging Intravascular - OCT B115
